ABSTRACT. We briefly present here the environmental isotope intercalibration programs of the International Atomic Energy Agency (IAEA). In fact, the IAEA has implemented two parallel programs during the last 20 years: for stable isotopes of light elements and for a radioactive isotope of hydrogen, tritium. This IAEA activity resulted in the preparation of a number of reference and intercomparison materials of various types, now stored in the Agency and available upon request.
INTRODUCTION
The Agency's activities in the field of isotope hydrology and geochemistry started ca 30 years ago with the determination of the isotopic composition of precipitation in a worldwide network of stations (in cooperation with the World Meteorological Organization (WMO)). The isotopic analyses (deuterium, tritium, 180) were (and are) carried out in the IAEA Isotope Hydrology Laboratory and in a number of associated laboratories. These laboratories thus require accurate intercalibration. This has been a crucial problem since the inception of isotope geochemical investigations in the early 1950s. Thus, IAEA started to organize intercomparison exercises, repeated at regular intervals, with the participation of an increasing number of laboratories. This activity has also led to the preparation and distribution by IAEA of reference samples.
The Agency's current environmental isotope intercalibration program is much wider in scope than initially conceived, and is part of the Analytical Quality Control Service (AQCS) instituted by the IAEA in order to assist laboratories engaged in various fields of scientific research to check the quality of their work. We shall briefly review here the history and characteristics of the program on stable isotopes of light elements and tritium. Until now, the agency has not distributed samples for intercalibration of 14C analyses.
STABLE ISOTOPES
In 1966, reported at a meeting in Vienna the results of the first stable isotope intercalibration program. Only 12 laboratories took part in this project. Five samples were distributed including NBS-1 and NBS-1A, the first of which used to define the Standard Mean Ocean Water (SMOW). The results showed reasonably good agreement among most of the participating laboratories, but also the occurrence of systematic deviations for some of them.
Participants at the 1966 meeting recommended, for calibration purposes, the preparation of a water sample with an isotopic composition of the defined SMOW and another water sample depleted in heavy isotopes.
In 1976, Gonfiantini ( , 1978 reported the results of the intercomparison performed on these new samples -Vienna SMOW (V-SMOW) prepared by Harmon Craig, and Standard Light Antarctic Precipitation (SLAP), in addition to NBS-1 and NBS-1A. In 1983, Gonfiantini (1984) reported the results of the intercomparison performed on Greenland Ice Sheet Precipitation (LISP) samples, with intermediate isotopic composition between V-SMOW and SLAP. The agreement was reasonably good but again with a few systematic deviations. It appeared, however, that the spread of values was considerably reduced by normalizing the results, assuming a fixed value for SLAP. For instance, the standard deviation decreased by more than a factor of 2 for GISP (Fig 1) .
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After The Agency now distributes many other samples for intercomparison and intercalibration of stable isotope measurements of all the light elements mainly used in isotope hydrology and geochemistry (Table 1) . Unfortunately, the amount available for some of them is very limited. Thus, we agreed to recommend for SLAP the values of -42896 o for deuterium and -55.5%o for 180 with respect to V-SMOW; in this way, the S scales were fixed and normalization eliminated most systematic errors. However, this implied the parallel normalization of the scales and standards used for compounds different from water, as well as that of fractionation factors, in order to make fully consistent all the deuterium and 180 results (Gonfiantini 1984; Hut 1987) .
After the 1976 meeting, new intercalibration samples of various types were prepared and distributed, and the results presented at two other meetings held in 1983 and in 1985. Among the new samples, NBS-19 is particularly important: it consists of calcium carbonate from a marble of unknown origin (possibly Carrara marble), the S values of which have been fixed by agreement to +1.95%o for 13C and -2.20%o for 180 with respect to PDB (the latter value corresponds to +28.63%o vs V-SMOW).
V-SMOW, SLAP and NBS-19 are classified as "Reference Samples," ie, samples used as reference to express measured differences in isotopic ratios. Various specialized laboratories have undertaken the determination of their absolute isotopic ratios, but the values obtained, although of excellent quality, are not certified by the IAEA, nor is their knowledge necessary if results are reported in terms of delta notation.
The Agency now distributes many other samples for intercomparison and intercalibration of stable isotope measurements of all the light elements mainly used in isotope hydrology and geochemistry (Table 1) . Unfortunately, the amount available for some of them is very limited. , , and Hut (1986 a, b) . The basic features of these intercomparisons are in Table 2 . In each intercomparison exercise, we distributed a set of water samples covering the actual range of environmental tritium concentration. For the first two intercomparisons, the tritium concentration of samples was known only approximately. The results were published with full identification of the participating laboratories.
For the two more recent exercises we established the tritium activity by high accuracy gravimetric dilution of the tritium standard NBS 4926. We informed participating laboratories of the approximate concentration values and requested detailed information on measurement techniques together with the results. The results were reported anonymously. Figure 2 summarizes the results of the last intercomparison carried out in 1985. The conclusion drawn from this exercise is that the situation within the "tritium community" is still far from being satisfactory. Only 38% of the laboratories produced good results for all four samples distributed and 18% for three samples; 16% measured correctly two samples, and another 16% only one; finally, 12% of the laboratories did not produce good results on any of the samples distributed. The IAEA has organized four tritium measurement intercomparisons during the last 25 years. The results are available in , , and Hut (1986 a, b) . The basic features of these intercomparisons are in Table 2 . In each intercomparison exercise, we distributed a set of water samples covering the actual range of environmental tritium concentration. For the first two intercomparisons, the tritium concentration of samples was known only approximately. The results were published with full identification of the participating laboratories.
For the two more recent exercises we established the tritium activity by high accuracy gravimetric dilution of the tritium standard NBS 4926. We informed participating laboratories of the approximate concentration values and requested detailed information on measurement techniques together with the results. The results were reported anonymously. Figure 2 summarizes the results of the last intercomparison carried out in 1985. The conclusion drawn from this exercise is that the situation within the "tritium community" is still far from being satisfactory. Only 38% of the laboratories produced good results for all four samples distributed and 18% for three samples; 16% measured correctly two samples, and another 16% only one; finally, 12% of the laboratories did not produce good results on any of the samples distributed. Most laboratories applying environmental isotopes in geochemistry, hydrology, agriculture, plant physiology, life sciences, environmental studies, etc, have participated in the Agency's intercomparison exercises. These are considered unique opportunities to check the agreement of the measurements performed with those of other laboratories, to discover the occurrence of errors and systematic deviations, and eventually to try to correct them. Thus, they constitute a continual incentive to improve the quality of the measurements. In conclusion, we are convinced that participation in such exercises is considered not only useful but necessary in order to prove before the scientific community the quality and reliability of isotopic analyses.
